
 

 - 1 -

DIN 12924-3:2011-01 (E) 
 
 
Laboratory furniture - Fume cupboards - Part 3: Opposite-sided sash fume 
cupboards 
 
 

Contents            Page 
 
 
Foreword  .......................................................................................................................................................... 3 
 
1 Scope  ............................................................................................................................................... 4 
 
2 Normative references  .................................................................................................................... 4 
 
3 Terms and definitions  .................................................................................................................... 4 
 
4 Safety objectives  ............................................................................................................................ 4 
 
5 Dimensions  ..................................................................................................................................... 5 
 
6 Materials  .......................................................................................................................................... 5 
 
7 Design  ............................................................................................................................................. 5 
7.1 Requirements  ................................................................................................................................. 5 
7.2 Testing  ............................................................................................................................................. 6 
 
8 Airflow  ............................................................................................................................................. 6 
8.1 Requirements  ................................................................................................................................. 6 
8.2 Testing  ............................................................................................................................................. 6 
 
9 Fume cupboard air flow indicator  ................................................................................................ 6 
9.1 Requirements  ................................................................................................................................. 6 
9.2 Testing  ............................................................................................................................................. 6 
 
10 Services  ........................................................................................................................................... 6 
10.1 General  ............................................................................................................................................ 6 
10.2 Gas outlets  ...................................................................................................................................... 6 
10.3 Electrical sockets  ........................................................................................................................... 7 
 
11 User manual  .................................................................................................................................... 7 
 
12 Marking and labelling ..................................................................................................................... 7 
 
Bibliography  ..................................................................................................................................................... 8 
 


		2024-04-26T22:01:10+0000
	DIN Deutsches Institut fuer Normung e. V.
	Dokument ist zertifiziert




